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Abstract 
The purpose of this study was to develop fully 3D image reconstruction techniques for pinhole SPECT 
imaging with our Micro-SPECT system. Our studies involve in the derivation of projection operators, 
analysis of the sampling characteristics of pinhole SPECT imaging in Radon space, development of 
effective geometric calibration method for system misalignment, and 3D image reconstruction 
development and implementation with quantitative degrading compensation for pinhole SPECT with both 
circular and helical scan. The performances of pinhole SPECT imaging were evaluated using computer 
simulations and experiments with the Ultra-Micro Hot-Spot phantom, Ultra-Micro Defrise phantom and 
small-animal imaging. The results from the computer simulations and phantom imaging experiments 
indicate that the statistically-based iterative algorithms with quantitative compensation provide overall 
image quality improvement, and the system resolution is significantly recovered for quantitative imaging. 
The helical pinhole SPECT improves the axial field-of-view (FOV) as compared with the standard pinhole 
SPECT with circular-orbit scan. The mouse bone imaging experiment shows that the helical pinhole 
SPECT imaging also provides decent high-resolution whole-body small animal imaging. In conclusion, we 
have successfully developed a set of valid fully 3D image reconstruction techniques for single-pinhole 
SPECT imaging. These techniques can be easily extended to multi-pinhole SPECT imaging. 
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The purpose of this study was to develop fully 3D image reconstruction techniques for pinhole SPECT imaging with our Mi-
cro-SPECT system. Our studies involve in the derivation of projection operators, analysis of the sampling characteristics of pin-
hole SPECT imaging in Radon space, development of effective geometric calibration method for system misalignment, and 3D 
image reconstruction development and implementation with quantitative degrading compensation for pinhole SPECT with both 
circular and helical scan. The performances of pinhole SPECT imaging were evaluated using computer simulations and experi-
ments with the Ultra-Micro Hot-Spot phantom, Ultra-Micro Defrise phantom and small-animal imaging. The results from the 
computer simulations and phantom imaging experiments indicate that the statistically-based iterative algorithms with quantitative 
compensation provide overall image quality improvement, and the system resolution is significantly recovered for quantitative 
imaging. The helical pinhole SPECT improves the axial field-of-view (FOV) as compared with the standard pinhole SPECT with 
circular-orbit scan. The mouse bone imaging experiment shows that the helical pinhole SPECT imaging also provides decent 
high-resolution whole-body small animal imaging. In conclusion, we have successfully developed a set of valid fully 3D image 
reconstruction techniques for single-pinhole SPECT imaging. These techniques can be easily extended to multi-pinhole SPECT 
imaging. 
pinhole SPECT, fully 3D image reconstruction, sufficient sampling, quantitative compensation, geometric calibration, 
computer simulation 
 





In recent years single photon emission computed tomogra-
phy (SPECT) for in vivo small animal imaging has gained 
great significance in the pre-clinical molecular imaging re-
search for medicine and biology studies [1–4]. To achieve 
high spatial resolution and improved detection efficiency, 
pinhole collimator instead of the conventional parallel-hole 
collimator has been widely utilized for the development of 
dedicated small-animal SPECT systems (also called Micro- 
SPECT) [5–8].  
Although pinhole imaging can deliver high spatial reso-
lution and improved detection efficiency when imaging 
small object close to the pinhole aperture, this will be at the  
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cost of the size of the field-of-view (FOV) of the imaging 
object. As compared with the clinical SPECT with paral-
lel-hole collimation, pinhole SPECT has a different imaging 
geometry with magnification and limited FOV which results 
in insufficient sampling [9,10] in the tomographic projec-
tion data acquisition. So there is a great challenge in the 
development of fully 3D image reconstruction techniques 
for pinhole SPECT imaging.   
In this study, we aimed to develop fully 3D image recon-
struction techniques for quantitative pinhole SPECT imag-
ing with our Micro-SPECT system. The projection opera-
tors of pinhole SPECT imaging was derived with coordinate 
transformation of geometric parameters. Then the sampling 
characteristics and sufficient condition of pinhole SPECT 
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imaging were investigated in Radon space and compared in 
different acquisition modes with circular-orbit and heli-
cal-orbit scans. Fully 3D image reconstruction for quantita-
tive pinhole SPECT was developed using statistically-based 
iterative method with effective degrading compensation. 
Geometric calibration about system misalignment also was 
studied and implemented for reconstruction by accurate 
coordinate parameters. The performances of our developed 
image reconstruction techniques of pinhole SPECT were 
evaluated using computer simulations, phantom experi-
ments and small animal imaging experiment by our Micro- 
SPECT system as compared with the pinhole SPECT with 
analytical reconstruction algorithm and circular scan mode. 
1  Methods and materials 
1.1  Projection operators of pinhole SPECT 
The mathematical description about image formation and 
reconstruction of pinhole SPECT refers to the coordinate 
transformation in specific imaging geometry. Given that the 
system is stationary, especially the axis of rotation (AOR) is 
not wobbled and the imaged object rotates across accurate 
equiangular interval. For convenient derivation, we define 
the projection operators of pinhole SPECT in Cartesian co-
ordinate systems. As shown in Figure 1, Oxyz and O′′′x′′′y′′′z′′′ 
denote the Detector Imaging Reference System (DIRS) and 
the Object Reference System (ORS) respectively. We con-
sider that the origin O of the DIRS is at the center of the 
practical detector plane. We assume that O′′′y′′′// zOy and the 
origin O′′′ of the ORS (also the AOR) is in the coordinate 
plane xOy of the DIRS. We define 7 geometric parameters 
for single-pinhole SPECT as listed in Table 1: the tilted 
angle α from O′′′x′′′ to Ox, the screwed angle β from O′′′y′′′ to 
Oy, the coordinate (xc, yc, zc) of the origin O′′′ of the ORS in 
the DIRS (where zc=0), and the coordinate (xp, yp, zp) of the 
focal center of pinhole collimator (PH) in the DIRS, in 
which xp< xc. In addition, the symbol θ denotes the angle of 
the imaging object rotated relative to the start angle θ0. The 
object rotation could be described as eq.(1), where (x′′′, y′′′, 
z′′′) and (xθ′′′, yθ′′′, zθ′′′) denote the coordinates of a point ob-
ject at its initial position and after the angle θ of rotation in 
the ORS respectively, and the operator Rθ is the coordinate 
transformation of object rotation in the ORS. Hereafter, α, β 
and θ are all assumed as clock-wise angles.  
Table 1  Defined geometric parameters of projection operators for pin-
hole SPECT imaging 
Symbol Description 
(xc, yc) 
(xp, yp, zp) 
origin coordinate of AOR in the DIRS [zc=0] 




tilted angle from O′′′x′′′ to Ox 
screwed angle from O′′′y′′′ to Oy 
angle of rotation [known] 
 
Figure 1  The schematic of the coordinate transformation from the object 
reference system (ORS) to the detector imaging reference system (DIRS) 
of pinhole SPECT imaging. 
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The coordinate transformation from the ORS to the DIRS 
relates to two angle rotations (α and β) and one translation 
(xc, yc, zc), derived and expressed in eqs. (2)–(5). (xθ′′′, yθ′′′, zθ′′′) 
and (xθ, yθ, zθ) are the coordinates of the point in the ORS 
and in the DIRS respectively by the multiplication of the 
operators Rα, Rβ and T. As discussed above, when the origin 
of three ORS is in the coordinate plane xOy of the DIRS, we 
have zc=0. 
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The projection operators of pinhole imaging are derived 
and presented in eq. (6). (xd, yd, zd) denotes the projection 
coordinate of the point object projected through the pinhole 
collimator to the detector plane in the DIRS where xd = 0.  
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In the following discussion, we will implement the com-
puter simulation, image reconstruction, and geometric cali-
bration of pinhole SPECT imaging based on the above ref-
erence framework of the coordinate transformation.  
1.2  Sampling characteristics of pinhole SPECT 
The pinhole SPECT has almost the same imaging geometry 
as the cone-beam CT. There exists a sufficient sampling 
issue of projections for fully 3D image reconstruction. In 
the 1980s, Tuy et al. respectively derived the necessary and 
sufficient mathematical condition for analytical cone-beam 
tomographic reconstruction [11–13]. The sufficient condi-
tion states that if the normal plane of every point in the 
support intersects with at least one point of the cone-beam 
source trajectory, the fully 3D reconstruction could be 
achieved in the whole object. This condition is presented as 
the mathematical eq. (7), where Φ(λ) represents the func-
tion of the source trajectory and n is the normal vector of 
the point x in the support to be reconstructed.  
, ( ), .x Φ λ〈 〉 = 〈 〉n n                  (7) 
The sufficient condition of pinhole SPECT imaging has 
been analysed by some studies, whereas the sampling char-
acteristics can be more intuitively illustrated in the Radon 
Space which denotes the range of 3D Radon transform. 
Every value in Radon space represents unique plane integral 
of 3D Radon transform passing through a given point in the 
object region, and the value is defined as Radon Value. To 
achieve fully 3D reconstruction, sufficient Radon values in 
the object should be obtained. Figure 2 shows the schemat-
ics about the 3D Radon Space of single-pinhole SPECT 
imaging, which is the aerial perspective (a), trans-axial cen-
tral image (b), and axial central images of 3D Radon space 
with circular scan (c) and helical scan (d) respectively. In 
the helical scan mode, more Radon values are sampled 
along the axis of rotation, resulting in more sufficient sam-
pling space than the circular scan. In the meanwhile, the 
trans-axial sampling of 3D Radon Space is relatively uni-
form as well. Therefore, the helical scan can be an alterna-
tive method to the routine circular scan and provide ex-
tended axial FOV for imaging the long object for fully 3D 
image reconstruction. 
1.3  Image reconstruction methods 
The image formation of SPECT could be approximately 
described by the mathematical methods as the continuous  
 
Figure 2  3D Radon space of single-pinhole SPECT with circular scan 
and helical scan. (a) Aerial perspective rending; (b) the trans-axial central 
image; (c) the axial central image of circular scan; (d) the axial central 
image of helical scan. 
integral model or the discrete projection equations about 
photon emission of the concentrated radioactive tracer in 
vivo from the object to the detector [14]. These mathemati-
cal methods refer to the study of inverse problems about 
image reconstruction from projections [15–17]. In com-
puted tomography, the analytical image reconstruction 
methods have been studied extensively and developed 
greatly, such as the non-exact filtered back-projection (FBP) 
methods are widely used in X-ray CT imaging. However, in 
emission computed tomography, statistically-based iterative 
image reconstruction methods can provide improved image 
quality by more accurate physical and statistical modeling 
of gamma photon production and detection processes as 
compared with the analytic image reconstruction methods. 
Among the statistical iterative reconstruction algorithms, 
the Maximum Likelihood Expectation Maximization 
(ML-EM) algorithm is a well developed one and currently 
widely used in the image reconstruction of emission tomo-
graphy [18–20]. This numerical iterative method is based on 
Poisson statistical process of photon imaging and derived 
from maximizing the expectation of the likelihood function 
about the probability of mean photon counts. However, its 
computational convergence is very slow. In order to over-
come this problem, Ordered Subsets EM (OS-EM) method 
has been proposed to accelerate the convergence of ML-EM, 
where the projection data need to be divided and ordered 
into appropriate subsets in the reconstruction procedure [21]. 
The general algorithm can be described as the following 




















= ∑∑ ∑  
 Zhang X Z, et al.   Chinese Sci Bull   January (2011) Vol.56 No.3 343 
In eq. (8), Cij represents the probability of one photon 
emitted from the ith image voxel and detected by the jth 
detector bin. 1(k )if
+ is the (k+1)th iterated estimated activity 
values of the ith image voxel. Sn denotes the nth Subset. 
This iteration procedure relates to the forward projection 
operation of current estimation, the back-projection opera-
tion of the estimated ones by the ratios of the measured 
counts gj, then the operations of regularization and modifi-
cation about pre-iterated estimated value. The estimated 
values of the object image are updated from the sub-itera- 
tion of each subset, and a single iteration will be finished 
when all subsets have been processed. 
Because the small size of the imaging object such as 
mouse or rat, the magnitude of photon attenuation and scat-
ter effects are much less significant than that in the human 
body. The collimator-detector response is the major factor 
of imaging degradation for the small-animal imaging, 
therefore the attenuation and scatter effects in the object and 
scatter in the collimator are not considered in our imple-
mented reconstruction algorithm. Based on the projection 
operation of pinhole SPECT imaging, we developed several 
image reconstruction algorithms, including the Feldkamp 
algorithm (an analytical cone-beam FBP-like image recon-
struction method) and the dedicated iterative voxel-driven 
3D pinhole OS-EM algorithm for fully 3D image recon-
struction with compensation for both circular and helical 
scan modes. In the implementation, we numerically calcu-
late the approximate system response matrix, used as the 
keel-edge pinhole collimator-detector response compensa-
tion with geometric and penetration effects (GPRC) [22]. 
Figure 3 shows the geometric response (a) which is the 
overlap of photon emitted through the front aperture and the 
back aperture to the detector plane, and the penetrative re-
sponse (b) which is the attenuation of photon passing 
through the edge of the pinhole collimator.  
1.4  Geometric parameters estimation  
In order to achieve accurate quantitative image reconstruc-
tion, the refined geometric calibration of system misalign-
ment is very important for high-resolution pinhole SPECT 
imaging. We have developed an effective optimization me- 
 
Figure 3  The schematic of the geometric point response (a) and the 
penetrative point response (b) of the keel-edge pinhole collimator. 
thod to estimate the complete seven parameters (α, β, xc, yc, 
xp, yp, zp) in the geometric calibration for 3D image recon-
struction of single-pinhole SPECT [23]. To estimate these 
geometric parameters, at least three point objects (or 
sources) phantom with a priori knowledge of relative point 
position information such as the known distance of each 
point is necessary and sufficient to constrain the optimiza-
tion procedure to converge to a unique solution with a gen-
eral scheme [24–26]. The cost function is structured as the 
least-squares about the residual error of measured and esti-
mated projections of point object [the first term in eq.(9)], in 
which m is the projection view (m=1, 2,…, M), n is the nth 
point object (n=1,2,3), (yimg, zimg) and (yest, zest) represents 
the experimental measured values and estimated values of 
the projection coordinate of the point object respectively. If 
the prior information about the known distance of each 
point is not precise enough, then we should use this con-
straint condition as a second term and add it into the cost 
function of eq.(31) in [24]. The second term could be con-
structed as a weight coefficient W multiplied by the sum of 
least-squares about the error between the known and esti-
mated distance of each point. This cost function is described 
in eq. (9). 
( ) ( )
( ) ( ) ( )
2 2
2 2 2
12 12 13 13 23 23
min  
 .  (9)
img est img est
mn mn mn mn
m n
F y y z z
W d d d d d d
⎡ ⎤= − + −⎢ ⎥⎣ ⎦
⎡ ⎤′ ′ ′+ ⋅ − + − + −⎣ ⎦
∑∑
 
Accordingly we designed a series of general-purpose 
point-object-holder phantoms for geometric calibration 
procedure. The point sources are usually made by mi-
cro-spherical resins soaked with condensed radioactive so-
lutions, and successive projections acquired over 360 de-
grees after the routine pinhole SPECT imaging experiments. 
Figure 4 shows a sample projection (a) and the superim-
posed projections (b) of 3 condensed point sources phantom 
with the preset distance of each point by our Micro-SPECT 
system. In this study, we choose the Powell algorithm for 
the implementation of the nonlinear iterative minimization 
[27], and the initial estimates should be chosen at the stable 
zone so as to constrain the optimization problem to con-
verge to a global minimum. 
 
Figure 4  The projection of condensed point sources phantom with 
known distance of each point. (a) A sample projection of 3 point sources 
imaged by our Micro-SPECT system; (b) the superimposed projections of 
30 views over 360 degree. 
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1.5  Micro-SPECT system 
The Micro-SPECT system developed in our lab consists of 
a stationary mini-gamma camera with pinhole collimator 
and vertical object rotation mechanism [28–30], as shown in 
Figure 5. The mini gamma camera is based on a 5 mm thick 
80×80 pixellated NaI(Tl) scintillation crystal array with 1.2 
mm pixel size and 0.2 mm gap (1.4 mm pixel pitch), cou-
pled to a 5′′ diameter Hamamatsu R3292 position sensitive 
photomultiplier tube (PSPMT). The available dimensions of 
the projection data are taken as 70×70 detector bins. The 
pinhole collimator was optimized for 140 keV gamma-rays 
with keel-edge aperture and an acceptance angle of ~60o. 
The pinhole apertures are made of tungsten alloy filled with 
0.5 mm channel height and interchangeable diameters of 0.7, 
1.0, 1.5 and 2.0 mm. The focal length is 100 mm which 
results in a magnification of 2–3 for the routine experiments. 
The rotary stage was mounted on a linear translation stage 
to provide vertical translation during the object rotation for 
the helical SPECT scan. The helical pinhole SPECT imag-
ing can be obtained in such a way where the object is trans-
lated longitudinally during the circular rotation to yield a 
helical orbit. 
2  Experiments and results 
To validate the fully 3D image reconstruction for pinhole 
SPECT, we made a series of performance comparison stud-
ies using computer simulations, phantom imaging experi-
ments and small animal imaging experiments with both cir-
cular and helical scans. We implemented the Feldkamp al-
gorithm, the dedicated 3D OS-EM algorithm with keel-edge 
pinhole collimator-detector response compensation, and 
also with circular and helical scans. These algorithms will 




Figure 5  A photograph of the Micro-SPECT imaging system developed 
in our lab at SINAP. 
2.1  Computer simulations 
Computer simulations are very important for the implemen-
tation and evaluation of various image reconstruction 
methods, especially before developing practical imaging 
systems. To validate the performance of the reconstruction 
algorithms developed for pinhole SPECT imaging, two 
kinds of computerized phantoms were performed to assess 
the trans-axial reconstructed resolution and the axial recon-
structed resolution, with circular scan and helical scan re-
spectively. The imaging parameters of the simulation were 
based on the configuration of our Micro-SPECT system 
which was described in section 1.5. 
A mathematical 3D Jaszczak phantom was first simu-
lated to evaluate the performance of Feldkamp algorithm 
and the 3D pinhole OS-EM algorithm with the degrading 
compensation method which we introduced in section 1.3 
and [22]. The phantom is based on the Ultra-Micro Hot 
Spot Phantom (Data Spectrum, Hillsborough, NC, USA), 
which consists of 6 sets of different diameter of hot spot 
channels: 2.4, 2.0, 1.7, 1.35, 1.0 and 0.75 mm which simu-
lates the filling of radioactive solutions for hot spot emis-
sion imaging. The spacing between adjacent spots is twice 
of the diameter in each set of channels. The diameter of the 
cylindrical insert is 27 mm, the inside diameter of the phan-
tom is 28 mm, and the inside height is 9.9 mm. We also 
simulated the bottom hot layer of which the thickness is 2 
mm. Figure 6(a) shows the trans-axial image of the com-
puterized phantom, and (b) shows its 3D perspective ren-
dering. The noise-free projections were generated with 1.0 
mm keel-edge pinhole collimator, of which a sample pro-
jection is shown in Figure 6(c). Then the data were blurred 
further with Poisson statistical distribution and noise con-
taminated, as shown in Figure 6(d). No scatter and attenua-
tion effects were considered in this simulation. The data 
were acquired with 70×70 detector bins and 90 angular 
views over 360° circular-orbit scan with 35 mm radius of 
rotation (ROR). As a comparison, the projection data were 
reconstructed using Feldkamp algorithm, 3D pinhole 
OS-EM algorithm with GPRC (4 iterations, 15 subsets) re-
spectively. The image matrix was taken as 160×160×160 
with (0.1875 mm)3 voxel size. Figure 6(e) and (g) show the 
comparison results between the two different reconstruction 
algorithms for the simple collimator blurring, which is the 
Feldkamp with Butterworth post-filtering (e) and the 
OS-EM reconstruction with GPRC but without any post- 
filtering (g). We see that both algorithms could nearly re-
solve the 0.75 mm while using the 1.0 mm keel-edge pin-
hole collimator at the configuration of 35 mm ROR and 100 
mm focal length. Figure 6(f) and (h) show the comparison 
results between the Feldkamp with post-filtering and the 
OS-EM reconstruction with GPRC but without any 
post-filtering for further projection blurred by the pinhole 
collimator response, Poisson distribution and statistical 
noise effects. As compared with the Feldkamp algorithm, 
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the dedicated 3D OS-EM algorithm indicates an overall 
image quality improvement and noise reduction, and the 
system resolution is significantly recovered at relative real 
imaging condition. 
A mathematical 3D Defrise phantom was further simu-
lated to evaluate the performance of 3D OS-EM reconstruc-
tion algorithms for pinhole SPECT with circular and helical 
scan mode. The phantom consists of 8 uniform solid cylin-
drical disks, which can form 7 layers of hot activity plates. 
The diameter of the phantom is 27 mm, the thickness of  
 
Figure 6  The computation simulation and image reconstruction of pin-
hole SPECT phantom imaging. (a) The trans-axial slice of the computer-
ized 3D Jaszczak phantom; (b) 3D perspective rendering of the phantom; 
(c) the projection image of the computer simulation with keel-edge pinhole 
collimator response blurring; (d) the projection image of the computer 
simulation with keel-edge pinhole collimator response, Poisson distribution 
and statistical noise blurring; (e) and (g) are the comparison results of the 
trans-axial reconstruction images by the Feldkamp algorithm and the 3D 
pinhole OS-EM with compensation respectively for the simple collimator 
response blurring; (f) and (h) are the comparison results of the two recon-
struction algorithms respectively for the collimator response, statistical 
fluctuations and noise blurring. 
each disk and the gap between the adjacent disks is 1.62 
mm. Figure 7 shows the trans-axial image (a), the central 
axial image (b), and the 3D perspective rendering(c) of the 
computerized phantom respectively. The noise-free projec-
tions were generated with 1.0 mm keel-edge pinhole colli-
mator detector responses, and blurred with statistical fluc-
tuation and noise contaminated, of which a sample projec-
tion is shown in Figure 7(d). The data were acquired with 
70×70 detector bins with 37 mm radius of rotation (ROR). 
The projections were simulated through 90 angular views 
over 360° by circular scan, and 180 angular views over 720° 
by helical scan to provide sufficient sampling for covering 
the whole phantom in which the helical pitch was 0.15 mm. 
Both scan modes acquired the data at the same angular in-
terval (4° by 360°/90 and 720°/180). The projection data 
were reconstructed respectively using the Feldkamp algo-
rithm, and the 3D pinhole OS-EM algorithm with compen-
sation by 4 iterations and 9 subsets. The image matrix was 
100×100×100 with (0.3 mm)3 voxel size. Figure 7(e), (f) 
show the central axial slice of reconstruction results by the 
Feldkamp and the circular 3D pinhole OS-EM algorithms 
respectively. Figure 7(g)–(h) show the axial profiles of the 
reconstructed images in (e) and (f). The reconstruction with 
circular scan imaging can only resolve ~1 disk by Feldkamp 
and ~3 disks by 3D OS-EM at the configuration of 37 mm 
ROR and 100mm focal length. Figure 7(i), (j) show the 
central axial reconstructed slice of the helical pinhole 3D 
OS-EM algorithm and its axial profile respectively. The 
results demonstrate that our developed algorithm can pro-
vide the expected reconstruction images of the phantom. 
However, the pinhole SPECT with the conventional circular 
scan induces severe axial artifacts on the reconstruction 
region far from the central orbit plane, while the helical 
pinhole SPECT can substantially reduce the axial blurring 
and provide almost non-artifact reconstructed image of the 
full phantom. According to the sufficient condition, the 
pinhole SPECT with circular-orbit scan provides insuffi-
cient projection data while imaging long objects, whereas 
helical-orbit scan could sample more sufficient projection to 
improve the axial spatial resolution of reconstruction image. 
2.2  Phantom imaging experiments 
To further evaluate the performance of the developed image 
reconstruction methods for our Micro-SPECT system, an 
experimental study was performed using the Ultra-Micro 
Hot Spot phantom (shown in Figure 8(a), Data Spectrum, 
Hillsborough, NC, USA) filled with ~5mCi 99mTc pertech-
netate in water solution. The detailed specification about the 
phantom is identical to the computerized 3D Jaszczak 
phantom which was simulated in section 2.1. The experi-
ment was performed with 0.7 mm keel-edge pinhole colli-
mator. Each frame of the available projection was taken as 
70×70 detector bins. The radius-of-rotation (ROR) was ~35 
mm, which results in a magnification of ~3. The projection  
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Figure 7  The computation simulation and image reconstruction com-
parison results between circular and helical single pinhole SPECT. (a) The 
trans-axial slice of the computerized 3D Defrise phantom; (b) the central 
axial slice of the phantom; (c) 3D perspective rendering of the phantom; (d) a 
sample projection image of the computer simulation; (e) the central axial 
reconstruction image of the Feldkamp algorithm; (f) the central axial re-
construction image of the 3D pinhole OS-EM with circular scan; (g) the 
axial profile of the slice in (e); (h) the profile of the slice in (f); (i) the 
central axial reconstruction image of the 3D pinhole OS-EM with helical 
scan; (j) the profile of the slice in (i). 
data were acquired by 90 equal angular views over 360° 
with circular scan, and the acquisition time was 30 s per 
view. Figure 8(b) shows a sample projection image by our 
Micro-SPECT system. The image was reconstructed as 
160×160×160 matrix with (0.1875 mm)3 voxel size. As a 
comparison, we also performed the image reconstruction 
using the Feldkamp algorithm, and the 3D pinhole OS-EM 
algorithm with collimator-detector response compensation 
(4 iterations, 15 subsets) respectively. Figure 8(c), (d) 
shows the comparison results of the reconstructed trans- 
axial slice between the two algorithms, which is the Feld-
kamp reconstruction with Butterworth post-filtering (c) and 
the OS-EM reconstruction with GPRC but without any 
post-filtering (d). As compared with the Feldkamp algo-
rithm, the dedicated 3D OS-EM algorithm indicates an over-
all image quality improvement with effective degrading 
compensation, and the system resolution is significantly im-
proved to well recover the 0.75 mm rods with the 0.7 mm 
keel-edge pinhole collimator at the configuration of ~35 mm 
ROR and 100 mm focal length by our Micro-SPECT system.  
We also performed phantom experiment using an Ultra- 
Micro Defrise phantom (shown in Figure 9(a), Data Spec-
trum, Hillsborough, NC, USA) to further validate our pin-
hole SPECT imaging system. The performance of the image 
reconstruction we developed was also evaluated by this 
phantom experiment. The phantom consisted of a cylindri-
cal volume (both the inside diameter and the height are of 
2.8 cm). The insert of the cylinder consists of 8 solid disks 
(2.7 cm diameter) connected by solid screws. The thickness 
of each disk and the gap between them are 1.62 mm respec-
tively. The phantom was filled with ~5mCi of 99mTc- 
pertechnetate in water solution. The SPECT imaging with 
both circular and helical scans were performed at the ra-
dius-of-rotation (ROR) of ~37 mm with 1.0 mm keel-edge 
pinhole aperture. The projection data were acquired with 90 
angular views over 360° by circular scan, and 180 angular 
views over 720° by helical scan in which the helical pitch 
was 0.15 mm to cover the whole phantom from the bottom  
 
Figure 8  The pinhole SPECT imaging experiments using Ultra-Micro 
Hot-Spot phantom (Data Spectrum, Hillsborough, NC, USA). (a) A photo-
graph of the phantom; (b) one sample projection image by our Mi-
cro-SPECT; (c) the reconstructed trans-axial image using Feldkamp algo-
rithm w/ post-filtering; (d) The reconstructed trans-axial image using 3D 
pinhole OS-EM w/ GPRC. 
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Figure 9  The pinhole SPECT imaging experiments using Ultra-Micro 
Defrise phantom (Data Spectrum, Hillsborough, NC, USA). (a) A photo-
graph of the phantom; (b) one sample projection image by our Mi-
cro-SPECT; (c) the reconstructed axial central image using 3D pinhole 
OS-EM with circular scan; (d) the reconstructed axial central image using 
3D pinhole OS-EM with helical scan. 
to the top over all the projections. The acquisition time was 
30 seconds per view. Figure 9(b) shows one sample projec-
tion of the phantom SPECT imaging. The size of the avail-
able detector bins was taken as 70×70. The two sets of pro-
jection data were reconstructed using the dedicated circular 
and helical 3D pinhole OS-EM algorithm with compensa-
tion by 4 iterations, 9 subsets and the image matrix was 
100×100×100 with (0.3 mm) 3 voxel size. The results of the 
reconstructed central-axial images of the phantom from 
both the circular and helical SPECT imaging were shown in 
Figure 9(c) and (d). With the same ROR and pinhole aper-
ture, the helical pinhole SPECT scan can significantly im-
prove the axial FOV to reconstruct all the 8 disks of the 
phantom while the circular pinhole SPECT scan can only 
reconstruct ~3 disks due to a limited FOV of pinhole ge-
ometry and insufficient projection sampling. For the circular 
scan, the non artificial reconstruction is only achieved in the 
limited field of central plane of the circular orbit, and the 
regions far from the central plane induce substantial arti-
facts. 
2.3  Small animal imaging experiments 
To validate the proposed fully 3D imaging methods by our 
Micro-SPECT system for the pre-clinical small animal stu-
dies, a mouse bone metabolism imaging experiment with a 
helical scan was performed for a further evaluation using a 
0.7 mm keel-edge pinhole aperture. A ~20-gram normal 
mouse with the body length less than 100 mm was injected 
with ~2mCi 99mTc-MDP through its caudal vein. The ra-
dius-of-rotation of the helical SPECT scan was ~39 mm. To 
obtain the whole-body image of the mouse, a total of 180 
angular views over 720° and the helical pitch of 0.5 mm 
were performed in the helical scan. The acquisition time 
was 30 seconds per view. The size of the available detector 
bins was taken as 70×70 and the reconstructed image matrix 
was 180×180×360 with (0.3 mm)3 voxel size to cover the 
whole mouse. The images were reconstructed using our 
dedicated voxel-driven 3D pinhole OS-EM algorithm with 
compensation for 9 subsets with 5 iterations. We also im-
plemented the maximum intensity projection algorithm 
(MIP) to present an effective 3D volume rendering for im-
age reconstruction of emission computed tomography. Fig-
ure 10(a) shows some projection images of the mouse bone 
scan by our helical pinhole SPECT. Figure 10(b) shows the 
reconstruction images with the posterior (left) and the lat-
eral (right) displays of MIP, in which the bladder was re-
moved. In spite of the relative lower counts in the projection 
data and much smaller diameter of the available detector 
(98 mm by 70×1.4 mm) than the commercial clinical 
gamma camera, the reconstruction with our helical pinhole 
OS-EM algorithm can still provide fair good images. High 
spatial resolution is achieved in the bone scan imaging, 
where small bone structure such as the spine and ribs are 
well resolved. The results demonstrate that the helical 
SPECT is reliable and alternative to provide high resolution 
and decent whole-body imaging for long small animal stud-
ies. 
3  Discussion and conclusions 
In this study, we have successfully developed full 3D im-
aging reconstruction for pinhole SPECT imaging with dif-
ferent scan modes. The performance of the reconstruction 
algorithms and quantitative compensation method were 
evaluated using computer simulations, phantom imaging 
experiments, and small animal imaging experiment studies 
based on our Micro-SPECT imaging system. The results 
from the simulations and experiments of phantom imaging 
show that the developed 3D pinhole OS-EM reconstruction 
algorithm with collimator-detector response compensation 
provides fairly good reconstruction images and recover a 
real high resolution for both circular and helical scans. The 
helical pinhole SPECT can significantly improve the axial 
FOV and axial resolution as compared with the circular 
scan mode. The mouse bone imaging experiment demon-
strates that the decent whole-body small animal imaging 
with high resolution is achievable with the helical SPECT, 
which is an effective method for long object imaging. 
However, the quantitative evaluation of the image recon-
struction method in this paper was very limited because of 
the relative low counts of the projection data in the imaging 
experiments. The study on the trade-off between resolution 
and noise in the reconstructed images needs further com-
puter simulations and experiments to perform and obtain 
sufficient quantitative results.  
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Figure 10  The pinhole SPECT imaging of mouse bone injected with 
99mTc-MDP. (a) Four selected sample projections of the mouse’s head, 
neck, chest and pelvis during the helical scan; (b) the reconstruction images 
displayed by the posterior (left) and the lateral (right) 3D volume render-
ings with MIP. 
In conclusion, we have successfully developed a set of 
valid fully 3D image reconstruction techniques for sin-
gle-pinhole SPECT imaging. These techniques can be easily 
extended to multi-pinhole SPECT imaging. 
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